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Background

Worldwide, students of Global Learning and Observation to Benefit the
Environment (GLOBE) certified educators measure many different
atmospheric parameters. Measurements are uploaded to the GLOBE
server which is accessible to all participating GLOBE schools. A
participating member can access this data and use it for classroom inquiry-
based investigation. Advancements in technology such as miniaturization
and improvements in sensor capabilities have provided opportunities for
alternative measurement systems for GLOBE. A comparison of new
sensors and existing GLOBE mstruments with research -grade instruments

at the NASA Langley Chemistry |
and Physics Atmospheric
Boundary Layer Experiment
(CAPABLE) site co-located with
Virginia Department of
Environmental Quality (VA DEQ)
air-monitoring station is
presented.
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Comparrng SHADE and AERONET

Calculating AOD for GLOBE

Aerosols

Aerosols are small particles that can remain suspended in the atmosphere
for a period of time. The GLOBE aerosols protocol utilizes a passive
handheld remote-sensing sun photometer to measure Aerosol Optical Depth
(AOD)—how much of the sun’s light is scattered or absorbed by aerosols.
The GLOBE sun photometer performs well, however manufacturing
constraints make it difficult for GLOBE schools to participate in the aerosols
protocol. In continuation from the summer of 2013, the Solar Handheld
Aerosol Determination Equipment (SHADE) spectrophotometer was tested
to determine its potential as an alternate GLOBE instrument.

-(L) the SHADE spectrophotometer utilizes photodiodes to
measure a voltage which is then used to calculate AOD
on-board. http://shade.ubicode.com/

-(R) & (1) the GLOBE sun photometer utilizes light emitting
diodes to measure voltage which is recorded and used to
calculate AOD.

Summer 2013

During the summer of 2013, over 1200 side-by-side column measurements
of AOD were taken with the GLOBE and SHADE photometers. The results
were compared to each other and to AOD readings from AERONET at the
CAPABLE site. This research resulted in inconsistent SHADE
measurements. An investigation yielded a comparison between on-board
readings of pressure from SHADE and data gathered at the CAPABLE site.
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The formulas below are used to calculate AOD from the voltage readings
produced by the GLOBE photometer.

[IN(V,/R?) - IN(V-Vy,r,) - 3, (p/Po)M]

m

AOD=

(1-€2)
[1+€ cos (360° e d/365)]

V= Calibration constant for each channel
R= Earth-Sun distance
€= Eccentricity
d= Day of year (Julian Day)

V= Voltage readings obtained with photometer
V4= Dark voltage readings obtained with photometer
a,= Rayleigh scattering coefficient for each channel
P=Pressure at location and time of readings
P,= Standard sea-level atmospheric pressure
m= air mass

Conventionally, air mass is defined as the secant of the solar elevation
angle, however in 1994, Andrew Young derived a more accurate formula to
be used for calibration. His formula proves to be more accurate than others
at large zenith angles (Young 1994).

m(z)=
1.002432c0s?z + 0.148386¢co0sz + 0.0096467
cos3z + 0.149864co0s?z +0.0102963cosz + 0.000303978

The solar zenith angle is the complimentary angle to the solar elevation
angle which can be calculated by the equation below.

sin@, = cosh cosd cosP + sind sin®

Where 6, is solar elevation angle, h is the hour angle, & is solar
declination, and @ is the latitude at the measurement site.
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Speculation resumed with the correlation between the pressure readings and battery voltage
within the instrument. Prior to the batteries losing charge, the pressure recorded by SHADE
remained a consistent sixty millibar higher than the research grade measurements from the
adjacent CAPABLE. A shocking correlation between the system voltage and pressure
measurements was observed (k). However, an unreliable pressure sensor was not the only
cause of unpredictable AOD data. The time series plots corresponding to the pressure
readings outlined in green are displayed above (c),(d),(g),(h), & (I).

Lunar Photometer

In addition to the
Inter-comparison of SHADE,
GLOBE and AERONET, a
lunar photometer was
Installed at the CAPABLE
site. While AERONET tracks
the sun throughout the day,
this lunar photometer is one
of the first instruments to
utilize the moon in collecting
AOD data overnight. The
appearance and
functionality of the
equipment compares closely
- to AERONET, so the
— instillation process was

B nearly identical.
Measurements were taken
this past summer throughout
two two-week periods in
accordance with the lunar
cycle.
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A subsequent experiment exposed another
potential cause for the inconsistent recordings of

AOD. An approximate alignment with the sun using

another handheld photometer displays far more

reasonable AOD values (m).
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